[Technology of hyperbaric chambers].
Technical requirements for hyperbaric chambers are subject to permanent change. Medical gas supplies, the chamber hulls, control systems, medical equipment as well as the security check-up modalities have been constantly adapted according to the most recent technical developments. Moreover, different subtypes of hyperbaric chambers such as treatment facilities, chambers used for training purposes or facilities set up for primary experimental use require specific technical outfit. Keeping in mind some recent tragic accidents in hyperbaric facilities, chamber security is of foremost importance. Alarm- as well as technical monitoring systems, fire-fighting equipment, deluge systems and pressure locks are absolute requirements for any hyperbaric chamber. In chambers used for therapeutic purposes the possibility of invasive and noninvasive patient monitoring as well as hygienic standards have to be ensured.